Abstract: A drop-freeze array (PeKing University Ice Nucleation Array, PKU-INA) was developed based on the cold-stage method to investigate heterogeneous ice nucleation properties of atmospheric particles in the immersion freezing mode from −30 to 0 • C. The instrumental details as well as characterization and performance evaluation are described in this paper. A careful temperature calibration protocol was developed in our work. The uncertainties in the reported temperatures were found to be less than 0.4 • C at various cooling rates after calibration. We also measured the ice nucleation activities of droplets containing different mass concentrations of illite NX, and the results obtained in our work show good agreement with those reported previously using other instruments with similar principles. Overall, we show that our newly developed PKU-INA is a robust and reliable instrument for investigation of heterogeneous ice nucleation in the immersion freezing mode.
Introduction
Ice nucleation plays an important role in ice crystal formation in clouds, thus it has large impacts on cloud properties, precipitation, and radiative transfer [1] [2] [3] . Ice nucleation in the atmosphere can occur via two primary mechanisms, i.e., homogeneous ice nucleation and heterogeneous ice nucleation [4] . While homogeneous ice nucleation can only occur for temperatures below −38 • C, heterogeneous ice nucleation can take place at higher temperatures [5] . Four modes have been proposed for heterogeneous ice nucleation, including deposition ice nucleation, immersion freezing, condensation freezing, and contact freezing [6] [7] [8] . Immersion freezing, initiated by an ice nucleating particle (INP) immersed in a supercooled droplet [6] , has been suggested to be the dominant heterogeneous ice nucleation process in mixed-phase clouds where ice particles and supercooled droplets coexist [9, 10] . Measurement of the ice nucleating properties of atmospheric particles and the concentration of INPs for the immersion freezing mode is gradually receiving attention [9, [11] [12] [13] . However, largely due to a lack of techniques for investigation of immersion freezing (and heterogeneous ice nucleation in general), our knowledge of the abundance of INPs in the To check the performance of the cold-stage-based array developed in our work, we measured the ice nucleation activities of illite NX (Arginotec, NX Nanopowder, Germany) at different temperatures and compared our results with those reported in previous studies [24, 25] . The description, characterization, and validation of the newly developed PKU-INA are presented in this paper. Figure 1 displays the schematic diagram of the PeKing University Ice Nucleation Array (PKU-INA). The PKU-INA consists of a commercial cold stage (LTS120, Linkam, Epsom Downs, UK), a ring LED light, a charge-coupled device (CCD) camera (Q-imaging MicroPublisher 5.0 RTV, QImaging, Surrey, BC, Canada), and a computer system. An external refrigerated water circulator (FP40-HL, Julabo, Seelbach, Germany) was used to maintain the low temperature of the cold stage. The cold stage offered a measuring temperature down to −40 • C when the temperature of circulating water inside the cold stage was to be maintained at 5 • C. A ring LED light was mounted on the top of the cold-stage to enhance the reflection of droplets under investigation.
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Atmosphere 2018, 9, x FOR PEER REVIEW 3 of 12 and compared our results with those reported in previous studies [24, 25] . The description, characterization, and validation of the newly developed PKU-INA are presented in this paper. Figure 1 displays the schematic diagram of the PeKing University Ice Nucleation Array (PKU-INA). The PKU-INA consists of a commercial cold stage (LTS120, Linkam, Epsom Downs, UK), a ring LED light, a charge-coupled device (CCD) camera (Q-imaging MicroPublisher 5.0 RTV, QImaging, Surrey, BC, Canada), and a computer system. An external refrigerated water circulator (FP40-HL, Julabo, Seelbach, Germany) was used to maintain the low temperature of the cold stage. The cold stage offered a measuring temperature down to −40 °C when the temperature of circulating water inside the cold stage was to be maintained at 5 °C. A ring LED light was mounted on the top of the cold-stage to enhance the reflection of droplets under investigation. Droplets were pipetted onto a hydrophobic glass slide (40 mm in diameter, 0.13-0.16 mm in thickness, supplied by Marienfeld company, Lauda-Königshofen, Germany) located on the cold stage. The gap between the glass slide and the stage was filled with silicone oil (product number 85409, Sigma-Aldrich, Beijing, China) to ensure good thermal contact. A round aluminum spacer (40 mm in diameter, 1.5 mm in thickness) with 90 round compartments (3.0 mm in diameter) was first placed onto the glass slides, and then, 90 droplets were pipetted dropwise into each compartment. The spacer was covered using another glass slide to avoid the Wegener-Bergeron-Findeisen process [30] . Both the spacer and hydrophobic glass were rinsed by deionized water and acetone and dried by pure nitrogen gas before each experiment.
Experiments
Description of the Instrument
Droplets were cooled down to −40 °C, with cooling rates varying from 0.1 to 10 °C/min, and meanwhile, the phase state of the droplets was recorded using the CCD camera with a given time resolution (1 frame per second in this study). High-purity nitrogen was delivered into the cold stage to avoid frost.
A Matlab program was developed to record the temperature of the cold stage in real time and to analyze droplet images under investigation. The images appear to be dark for unfrozen droplets and white once frozen; therefore, the phase transition of each droplet can be identified by the change in brightness of the image. The gray values of a typical water droplet are plotted in Figure 2 as a function of temperature when the temperature was decreased from −22 to −23 °C with a cooling rate Droplets were pipetted onto a hydrophobic glass slide (40 mm in diameter, 0.13-0.16 mm in thickness, supplied by Marienfeld company, Lauda-Königshofen, Germany) located on the cold stage. The gap between the glass slide and the stage was filled with silicone oil (product number 85409, Sigma-Aldrich, Beijing, China) to ensure good thermal contact. A round aluminum spacer (40 mm in diameter, 1.5 mm in thickness) with 90 round compartments (3.0 mm in diameter) was first placed onto the glass slides, and then, 90 droplets were pipetted dropwise into each compartment. The spacer was covered using another glass slide to avoid the Wegener-Bergeron-Findeisen process [30] . Both the spacer and hydrophobic glass were rinsed by deionized water and acetone and dried by pure nitrogen gas before each experiment.
Droplets were cooled down to −40 • C, with cooling rates varying from 0.1 to 10 • C/min, and meanwhile, the phase state of the droplets was recorded using the CCD camera with a given time resolution (1 frame per second in this study). High-purity nitrogen was delivered into the cold stage to avoid frost.
A Matlab program was developed to record the temperature of the cold stage in real time and to analyze droplet images under investigation. The images appear to be dark for unfrozen droplets and white once frozen; therefore, the phase transition of each droplet can be identified by the change in brightness of the image. The gray values of a typical water droplet are plotted in Figure 2 as a Atmosphere 2018, 9, 357 4 of 13 function of temperature when the temperature was decreased from −22 to −23 • C with a cooling rate of 1 • C/min. As shown in Figure 2 , a dramatic increase in gray value was observed when temperature was decreased to approximately −22.2 • C, indicating that the water droplet was frozen. The gray value changes of different droplets in different temperatures are displayed in Figure A1 , indicating that the counting processes work well even in a higher temperature range.
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Temperature Calibration
A commercial water-filled capillary tube (Beijing Aidejiaye Technology Development Co., Ltd., Beijing, China) was used to examine the temperature accuracy of the cold stage at 0 °C. The capillary tube, which was filled with ultrapure water (18.2 MΩ·cm; total organic carbon: <5 ppb), had a length of 1 cm, an inner diameter of 300 μm, and an external diameter of 605 μm. The capillary was placed on a glass slide. The phase state of water in such a small capillary tube is sensitive to the temperature change of the cold stage and was observed by using a 10× (Olympus plan C N) microscope (made by Linkam Co., Tadworth, UK).
To investigate the impacts of heating rates and supporting substrates on the measured temperatures, we conducted a temperature calibration experiment similar to that used by Budke and Koop [24] . Phase transition temperatures of two references (tridecane and undecane, Sigma-Aldrich) and distilled water were determined and compared with those reported in the literature. When the temperature was increased to its solid-to-liquid phase transition temperature, the substance under investigation was melted immediately. We did not attempt to use liquid-to-solid phase transitions for temperature calibration because droplets could exist in the supercooled state, potentially leading to large biases in temperature calibration [31, 32] . Notably, when the temperature was increased, both tridecane and undecane would first undergo solid-to-solid phase transition and then solid-to-liquid phase transition. The solid-to-solid phase transition temperatures were reported to be −36.85 °C (+0.30, −0.15) and −18.15 °C (+0.02, −0.00) for undecane and tridecane, respectively, and their corresponding solid-to-liquid phase transition temperatures were reported to be −25.61 °C (+0.01, −0.29) and −5.41 °C (+0.05, −0.39), respectively; together with the solid-liquid phase transition at 0 °C for distilled water [33, 34] , these temperatures covered the temperature range under which the coldstage was typically operated. One should keep in mind that the cold-stage temperatures were calibrated by comparing with the phase transition temperatures of undecane and tridecane, thus, the temperature errors for the phase transition may introduce bias in the calibrated cold-stage temperatures. Such bias should be in the error ranges given above.
Illite NX Characterization
Illite NX, the immersion freezing properties of which were studied by 17 other instruments [15, 27] , was distributed by INUIT (Ice Nuclei Research Unit). The physicochemical properties of illite 
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Illite NX Characterization
Illite NX, the immersion freezing properties of which were studied by 17 other instruments [15, 27] , was distributed by INUIT (Ice Nuclei Research Unit). The physicochemical properties of illite NX were characterized in our work. Its Brunauer-Emmett-Teller (BET) specific surface area (SSA) was determined by nitrogen adsorption (SSA-700, Beijing Builder Electronic Technology Company, Beijing, China), and samples were outgassed at 95 • C for 24 h before the BET analysis. Energy dispersive X-ray (EDX) spectroscopy was used to measure the elemental composition of illite NX, and its morphology (size and shape) was characterized by scanning electron microscopy (SEM). Illite NX particles were randomly distributed onto a conductive carbon resin pad and then coated with a layer of Au nanoparticles to improve the image contrast before SEM analysis.
Freezing Experiments of Illite NX
An illite NX suspension in water with a concentration of 1 mg/mL was first prepared, and it was further diluted to suspensions with lower concentrations (10 −2 , 10 −4 , and 10 −6 mg/mL). Illite suspensions were stirred for 24 h using a magnetic stirrer to ensure homogeneity. Droplets with a volume of 1 µL were pipetted onto the hydrophobic glass slide, which was first cleaned with acetone. The cooling rate of the cold stage was set to 1 • C/min, which is similar to the cooling rate in slowly ascending clouds (<1 • C/min) [18] and was suggested to be suitable for freezing experiments [25] . Droplet images and the temperature of the cold stage were recorded every second. After gray value analysis, the numbers of frozen and unfrozen droplets at each temperature could be determined by the maximal gray value change, as mentioned above. The frozen fraction, ƒ ice , can be calculated using Equation (1):
where N t is the total number of droplets (90 in each of our experiments) and N ice is the number of frozen droplets at a given temperature. If the immersion freezing of supercooled droplets was assumed to only depend on temperature, the cumulative number of ice nucleator concentration in each droplet, K (T), could be obtained using Equation (2) [6, 25, 26] :
where V is the volume of an individual droplet (1 µL in our work). The ice nucleation active site density per unit mass, n m (T), can be calculated using Equation (3):
where C m is the mass concentration of illite NX in the suspension. The active site density per unit surface area, n s (T), can be further derived using Equation (4):
where S, the geometric surface area of illite NX, was assumed to be 6.54 m 2 /g [15, 25] .
Distilled Water Experiments
The distilled water was prepared by distilling deionized water (Milli-Q Advantage A10, Merk Millipore). The freezing experiments of distilled water droplets with 1 µL in volume were performed at a cooling rate of 1 • C/min. The results are displayed in Figure A2 . The droplets started to freeze at around −20 • C, and all droplets froze at approximately −30 • C. This temperature range is higher than those detected by other cold-stage based instruments [35, 36] . Such discrepancy might be caused by the different substrate materials or water impurities. The volume of droplets could affect the frozen temperature of pure water as well. Polen et al. [36] summarized the freezing of water in different Atmosphere 2018, 9, 357 6 of 13 conditions (i.e., supporting substrates, water sources, droplet sizes, etc.). Stopelli, et al. [18] reported the median freezing temperature of water at −15 • C with a droplet volume of 400 µL. This value was reported to be −34 • C by Wright and Petters [35] , with a droplet diameter of 100-200 µm, and droplets were dispersed into squalene. The frozen temperature reported by Broadley, et al. [37] was even lower, with a droplet diameter of 10-20 µm, and the deposited droplets were covered by silicone oil. The oil environment enabled lower freezing temperatures; however, minimal assessment has been done to determine the effect of these oils on ice nucleation of droplets. Our results were comparable to other instruments in which hydrophobic glass slides were also used as supporting substrates: for example, Chen et al. [38] reported that 50% of the droplets were frozen at approximately −28 • 
Results and Discussions
Temperature Calibration
A capillary tube filled with ultrapure water was placed on the cold stage and was then cooled down to −40 • C so that water in the capillary tube was frozen. After that, the cold stage was heated up to −5 • C at a heating rate of 5 • C/min, and then, it was heated up to 1 • C at a heating rate of 0.1 • C/min. Images of the capillary tube before and after freezing are displayed in Figure 3 , showing a significant change in the morphology when the ice was melted to water, i.e., the ice surface was rather flat (Figure 3a) , while the liquid water surface was significantly curved (Figure 3b ). The melting of ice was identified when a significant change in surface morphology (from flat to curved) was observed during the heating process. The ice melting temperature was determined to be −0.1 • C, and the temperatures reported in this work have been first corrected for the difference between measured and actual melting temperatures (−0.1 and 0 • C, respectively) of ice.
Atmosphere 2018, 9, x FOR PEER REVIEW 6 of 12 to other instruments in which hydrophobic glass slides were also used as supporting substrates: for example, Chen et al. [38] reported that 50% of the droplets were frozen at approximately −28 °C for 1 μL droplets, and Whale et al.
[39] reported the freezing temperature for 50% of the droplets as −26 °C for 1 μL droplets. In general, our results indicate a reasonable water background by using the PKU-INA.
Results and Discussions
Temperature Calibration
A capillary tube filled with ultrapure water was placed on the cold stage and was then cooled down to −40 °C so that water in the capillary tube was frozen. After that, the cold stage was heated up to −5 °C at a heating rate of 5 °C/min, and then, it was heated up to 1 °C at a heating rate of 0.1 °C/min. Images of the capillary tube before and after freezing are displayed in Figure 3 , showing a significant change in the morphology when the ice was melted to water, i.e., the ice surface was rather flat (Figure 3a) , while the liquid water surface was significantly curved (Figure 3b ). The melting of ice was identified when a significant change in surface morphology (from flat to curved) was observed during the heating process. The ice melting temperature was determined to be −0.1 °C, and the temperatures reported in this work have been first corrected for the difference between measured and actual melting temperatures (−0.1 and 0 °C, respectively) of ice. To calibrate the temperature discrepancy of the cold-stage result from different cooling rates, distilled water, tridecane, and undecane, with a volume of 0.5 μL, were pipetted onto the hydrophobic glass placed on the cold stage. In each experiment, 20 droplets were evenly distributed on the glass slide, frozen, and then heated at a given heating rate to measure the phase transition temperature. The transition could be identified from the change in the maximal gray value of images, as described in Section 2.1. In each experiment, the difference in measured temperatures for the 20 droplets was <0.1 °C, suggesting that the spatial heterogeneity in temperature on the glass slide was very small. Each single experiment was repeated three times, and the experimental phase transition temperature, Texp, was defined as the average value of transition temperatures measured in the three repeats.
Phase transition temperatures (Texp) of these three compounds at different heating rates (0.1-10 °C/min) were measured, and all the data are summarized in Table 1 . Figure 4a plots Texp measured in our work versus those reported in the literature (Tlit) at a heating rate of 10 °C/min. A calibration curve was obtained by linear fit of Texp against Tlit, and the temperature after calibration, Tcal, could To calibrate the temperature discrepancy of the cold-stage result from different cooling rates, distilled water, tridecane, and undecane, with a volume of 0.5 µL, were pipetted onto the hydrophobic glass placed on the cold stage. In each experiment, 20 droplets were evenly distributed on the glass slide, frozen, and then heated at a given heating rate to measure the phase transition temperature. The transition could be identified from the change in the maximal gray value of images, as described in Section 2.1. In each experiment, the difference in measured temperatures for the 20 droplets was <0.1 • C, suggesting that the spatial heterogeneity in temperature on the glass slide was very small. Each single experiment was repeated three times, and the experimental phase transition temperature, T exp , was defined as the average value of transition temperatures measured in the three repeats.
Phase transition temperatures (T exp ) of these three compounds at different heating rates (0.1-10 • C/min) were measured, and all the data are summarized in Table 1 . Figure 4a plots T exp measured in our work versus those reported in the literature (T lit ) at a heating rate of 10 • C/min. A calibration curve was obtained by linear fit of T exp against T lit , and the temperature after calibration, T cal , could be then derived using the calibration curve. Please note that calibration curves vary with heating rates. As shown in Figure 4b , the difference in T cal and T lit (defined as T cal − T lit ) at different temperatures was smaller than 0.4 • C, comparable to that (0.3 • C) reported by Budke and Koop [25] . Larger droplets were used in our work (0.5 µL versus 0.05 µL by Budke and Koop), probably leading to larger difference in measured and actual temperatures. Larger droplets were used in our work (0.5 μL versus 0.05 μL by Budke and Koop), probably leading to larger difference in measured and actual temperatures. Figure 5 shows the ƒice of distilled water and illite NX suspensions with different mass concentrations (from 10 −6 to 1 mg/mL) as a function of temperature. All the droplets that contained illite NX particles were frozen between −28 and −10 °C. The freezing temperature decreased with increasing mass concentration of illite NX in the suspension, and the freezing behavior of suspensions with illite mass concentrations lower than 10 −2 mg/mL was similar to that of distilled water. Figure 5 shows the ƒ ice of distilled water and illite NX suspensions with different mass concentrations (from 10 −6 to 1 mg/mL) as a function of temperature. All the droplets that contained illite NX particles were frozen between −28 and −10 • C. The freezing temperature decreased with increasing mass concentration of illite NX in the suspension, and the freezing behavior of suspensions with illite mass concentrations lower than 10 −2 mg/mL was similar to that of distilled water.
Immersion Freezing of Illite NX
Atmosphere 2018, 9, 357 8 of 13 Figure 6a displays the ice active site densities per unit surface of illite NX, n s , which were derived using Equation (4), and the specific surface area of illite NX was assumed to be 6.54 m 2 /g [15, 25] . Since the freezing behaviors of illite NX suspensions with mass concentrations of <10 −4 mg/mL were not significantly different from that of distilled water, n s , they were not reported for these suspensions. The experimental results reported by Tobo [25] , which are in good agreement with those measured by 15 other instruments that participated in the comparison campaign, are also plotted in Figure 6a . It can be observed from Figure 6a that for the temperature range covered in our work, n s measured using the PKU-INA varied from 1.70 × 10 3 to 6.88 × 10 7 m −2 , showing good agreement with those measured using the CRAFT [25] ; more specifically, the ratios of n s measured in our work compared to those determined by Tobo [25] at the same temperature were found to be in the range of 0.3-4.7; and for comparison, large discrepancies in n s values of illite NX were found when measured by 17 different instruments, up to three orders of magnitude [15] . Therefore, the results measured in our work are in good agreement with those reported by Tobo [25] . It should be pointed out that pure water droplets started to be frozen at temperatures between −22 and −20 • C for the PKU-INA but between −30 and −28 • C for the CRAFT, and this might be attributed to the fact that in these two instruments, different materials were used to support droplets (a thin Vaseline was used in the CRAFT, and a hydrophobic glass was used in the PKU-INA) [25] . Figure 6a displays the ice active site densities per unit surface of illite NX, ns, which were derived using Equation (4), and the specific surface area of illite NX was assumed to be 6.54 m 2 /g [15, 25] . Since the freezing behaviors of illite NX suspensions with mass concentrations of <10 −4 mg/mL were not significantly different from that of distilled water, ns, they were not reported for these suspensions. The experimental results reported by Tobo [25] , which are in good agreement with those measured by 15 other instruments that participated in the comparison campaign, are also plotted in Figure 6a . It can be observed from Figure 6a that for the temperature range covered in our work, ns measured using the PKU-INA varied from 1.70 × 10 3 to 6.88 × 10 7 m −2 , showing good agreement with those measured using the CRAFT [25] ; more specifically, the ratios of ns measured in our work compared to those determined by Tobo [25] at the same temperature were found to be in the range of 0.3-4.7; and for comparison, large discrepancies in ns values of illite NX were found when measured by 17 different instruments, up to three orders of magnitude [15] . Therefore, the results measured in our work are in good agreement with those reported by Tobo [25] . It should be pointed out that pure water droplets started to be frozen at temperatures between −22 and −20 °C for the PKU-INA but between −30 and −28 °C for the CRAFT, and this might be attributed to the fact that in these two instruments, different materials were used to support droplets (a thin Vaseline was used in the CRAFT, and a hydrophobic glass was used in the PKU-INA) [25] . We also calculated the ice active site densities per unit mass, nm, using Equation ( We also calculated the ice active site densities per unit mass, n m , using Equation (3). As shown in Figure 6b , n m varied from 1.17 × 10 4 to 4.50 × 10 8 g −1 . The results measured by the BINARY [24] and the CRAFT [25] are also displayed Figure 6b for comparison. It can be concluded from Figure 6b that our results agree with those measured using the BINARY and the CRAFT. To summarize, experimental evaluations presented in this section suggest that the newly developed PKU-INA in our work can reliably measure heterogeneous ice nucleation activities in the immersion freezing mode.
To check whether there were any modifications to illite NX properties during storage and transport [15, 37] , chemical and physical characterization were also done. The SSA of illite NX was determined to be 106.3 m 2 /g, which is similar to those (104.2 and 124.4 m 2 /g) reported by Broadley, et al.
[37] and Hiranuma, et al. [15] , respectively. EDX measurements suggested that the most abundant elements in illite NX are Al, Si, and O, which are the main elements of aluminosilicate [15] (summarized in Figure A3a) . The SEM image, as displayed in Figure A3b , shows that the illite NX particles were agglomerates with diameters in the range of 1-2 µm, made up of many submicrometer-sized grains. These measurements indicated that the illite NX used in our study has similar chemical and physical properties of those used in the previous studies.
Conclusions
In this work, we developed a new instrument (PeKing University Ice Nucleation Array, PKU-INA) for measurements of ice nucleation activities of atmospheric particles in the immersion freezing mode for the temperature range of −30-0 • C. The instrument is based on a cold-stage coupled with a microscope and a CCD camera, enabling droplet images to be recorded in real time. A custom-made spacer was used to provide separated environments for each individual droplet, and up to 90 droplets could be investigated at the same time. Furthermore, automatic characterization of freezing temperature of each droplet has been achieved via analysis of the change in brightness of images using a Matlab program developed in this work.
We also carried out systematic characterization and performance evaluation of this new instrument. A careful temperature calibration protocol was developed by measuring the freezing temperatures of water, tridecane, and undecane at different cooling rates (0.1-10 • C/min), and after calibration, the uncertainties in measured temperatures did not exceed 0.4 • C. In addition, the freezing temperatures of droplets containing different mass concentrations of illite NX were investigated. The ice nucleation activities of illite NX determined in our work using the PKU-INA were found to be in good agreement with those reported by other instruments with similar principles, suggesting good performance of our instrument for the investigation of heterogeneous ice nucleation in the immersion freezing mode. Tobo for sharing the CRAFT data, and Cheng Zhang for carrying out BET measurements. Mingjin Tang also would like to thank the CAS Pioneer Hundred Talents program for providing a starting grant.
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